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Abstract


Falls are one of the significant causes of accidental injuries to the elderly. With the rapid growth of the elderly population, fall detection has become a critical issue in the medical and healthcare fields. In this paper, we propose a model based on an improved attention mechanism, CBAM-IAM-CNN-BiLSTM, to detect falls of the elderly accurately and in time. The model includes a convolution layer, bidirectional LSTM layer, sampling layer and dense layer, and incorporates the improved convolutional attention block module (CBAM) into the network structure so that the one-dimensional convolution layer replaces the dense layer to aggregate the information from channels, which allows the model to accurately extract different behavior characteristics. The acceleration and angular velocity data of the human body, collected by wearable sensors, are respectively input into the convolution layer and bidirectional LSTM layer of the model and then classified and identified by softmax after feature fusion. Based on comparison with models such as CNN and CNN-BiLSTM, as well as with different attention mechanisms such as squeeze-and-excitation (SE), efficient channel attention (ECA) and the convolutional block attention module (CBAM), this model improves the accuracy, sensitivity and specificity to varying degrees. The experimental results showed that the accuracy, sensitivity and specificity of the CBAM-IAM-CNN-BiLSTM model proposed in this paper were 97.37%, 97.29% and 99.56%, respectively, which proves that the model has good practicability and strong generalization ability.
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1. Introduction


The world is facing the severe challenge of population aging at present [1]. According to the latest statistics of the United Nations, the total number of elderly people in the world has reached 629 million, which accounts for 10% of the world population. It is estimated that the proportion of the aging population will increase to 15% around the world by 2050. According to the data of China’s seventh national census, the number of people aged 60 and above is 264.02 million, which accounts for 18.70% of the total population. Among them, the number of people aged 65 and above is 190.64 million, which accounts for 13.50%. The proportion of people aged 60 and above increases by 5.44 percentage points, and the degree of population aging deepens further. With the rapid increase in the proportion of elderly people, the health problems of the elderly have attracted more and more attention from the whole society.



Falls are one of the major factors causing injury, disability and even death of the elderly. Decreased gait stability and impaired balance function are the main causes of falls in the elderly. Decreased central control, decreased responsiveness, prolonged reaction time, decreased balance and coordinated movement in the elderly all increase the risk of falls. Another point is that the structure, functional impairment and degeneration of bones, joints, ligaments and muscles in the elderly are common causes of falls. The occurrence of diseases in the elderly, as well as psychological factors, can increase the risk of falls in the elderly. According to the relevant report of the World Health Organization (WHO), about 300,000 people worldwide die from falls every year, and more than half of them are elderly people over 60 years old [2]. According to the data from China’s disease surveillance system, falls have become the leading cause of injury-related death among people over 65 years old in China [3]. According to the estimation, more than 40 million elderly people in China fall at least once every year [4]. According to the report of the World Health Organization, falls are one of the primary health-related problems that contribute to the disease burden of the elderly in China. After falling, the elderly are prone to serious physical damage, which may not only affect their psychology but also reduce their ability to live independently. It can be seen that falls have become a serious problem threatening the physical and mental health of the elderly, and this has also become an important issue of social concern. Therefore, the research on fall detection has great social significance.



In recent years, investigators have completed a lot of work on fall detection algorithms. According to the different devices and detection methods used, fall detection algorithms are mainly divided into methods based on computer vision, scene sensors and wearable devices [5].



The fall detection method based on computer vision can passively obtain human motion information from monitoring equipment and process the acquired video or image to detect if a fall occurs. However, this method infringes upon the privacy of users, and blockage of a large area of the human body easily leads to misjudgment, which affects the accuracy rate [6,7,8]. The method based on scene sensors uses the scene sensors installed in the monitored area to collect data, such as pressure, vibration and sound, to determine if a fall occurs. However, these kinds of sensors have disadvantages, such as high configuration costs, high sensitivity to noise information, high susceptibility to the surrounding environment and high false and missing alarm rates; there are also stringent requirements for equipment disposal in different environments. Therefore, they are not suitable for daily living scenes [9,10,11,12,13,14,15,16]. The method based on wearable devices usually uses sensors, such as accelerometers, gyroscopes and inertial measurement units (IMU), to automatically detect falls and send help-needed information to medical staff through communication devices such as WIFI, mobile networks and Bluetooth [17,18,19]. With the development of sensor technology and the posture algorithm, IMU with a smaller size, higher accuracy and stronger performance have been applied in motion analysis. At present, the accuracy of the motion capture technology of the inertial sensor with the highest accuracy is close to that of video motion capture technology based on multiple cameras. Additionally, the gait analysis system based on wearable sensors has become a feasible means by which to promote a continuous fall risk assessment in non-hospital environments. With the development of inertial sensors and the constant increase in their detection accuracy, the method based on wearable devices may detect human body falls anytime and anywhere, and it will not infringe upon the privacy of users. Considering its low equipment cost and good user experience, this method is more advantageous than the other two methods.



In this paper, we propose a CBAM-IAM-CNN-BiLSTM model and incorporate the improved convolutional attention block module (CBAM-IAM) into the network structure, so that the one-dimensional convolution layer replaces the dense layer to aggregate the information from the channels. Because of the parameter-sharing property of the convolution operation, the introduction of one-dimensional convolution can reduce the parameters of the channel attention module and improve the overall running efficiency of the model. Through experiments comparing SE, ECA, the CBAM and the CBAM-IAM, it is proved that the improved attention mechanism can effectively improve the performance of the model. At the same time, we designed the experimental scheme, collected fall and daily activity data and used these data to train and test the model, which proved that our proposed model has good reliability and practicability.




2. Related Work


Nowadays, with the improvement of computer computing power, deep learning neural network algorithms are slowly emerging in the field of artificial intelligence (AI). Deep learning, as a machine learning method and also an artificial neural network, can independently construct (train) basic rules according to the sample data during the learning process. With the continuous development of the deep learning model, it becomes increasingly important for inertial sensors to use deep learning to acquire human motion data via signals, analyze and process them and, thus, realize fall detection. Deep learning algorithms can automatically extract the most related features for evaluation, without the need to manually extract predetermined features from the sensor data, and they can provide better outcomes than the traditional machine learning algorithm.



At present, the most commonly used deep learning models in common fall detection include the convolutional neural network (CNN), long short-term memory networks (LSTM) and other network-based models. A fall detection model for the elderly was constructed by Lv et al. [20] On the basis of the CNN, which can directly extract critical information from a large amount of tagged data layer by layer through training and optimizing the multilayer convolutional neural network. When we use the CNN model to extract information from data, we usually use a convolution kernel to extract the data’s local information, but each piece of local information has a different influence on whether the data can be correctly identified. In recent years, many researchers have integrated an attention mechanism into the convolution module, which proves that the attention mechanism has great potential for improving network performance. Hu et al. proposed the squeeze-excitation (SE) module [21], which can learn the correlation between channels in the feature graph and generate channel attention so that the information-rich channels more greatly concern the network, which brings an obvious performance improvement to the CNN. The convective block attention module (CBAM) [22] is a further extension of the SE module, which pools feature graphs globally according to channels to gain spatial attention. Attention mechanisms have become an increasingly common component of neural architecture and have been widely used in the field of behavior recognition [23,24,25].



However, when the CNN is used to extract data features and to detect and categorize the data, the correlation between the time series data will be ignored. In response to this issue, a recurrent neural network is designed to process the time series data. Using LSTM’s ability to process the time-order correlation information, we may obtain the behavior pattern that leads to the fall by analyzing the sequence signals before the fall so as to determine whether or not the fall occurs. Musci et al. [26] designed a model architecture based on LSTM that can effectively detect falls and run on wearable devices. Duan et al. [27] used a bidirectional long-term and short-term memory neural network to detect falls. The results of the experiment showed that bidirectional LSTM better balanced the accuracy and detection delay, but the LSTM network had disadvantages in parallel processing and ignored the spatial characteristics of data. In [28], the authors argue that the LSTM cannot distinguish highly similar activities. In [29], the author considers using the BiLSTM instead of the LSTM for forecasting problems in the time series analysis. The final prediction result of the bidirectional LSTM is jointly determined by the forward layer and the reverse layer.



Based on the CNN and LSTM, Yang et al. [30] designed a CNN-LSTM model for fall detection that uses the CNN to extract features and then the LSTM layer to obtain a continuous time series. The method can effectively improve the accuracy of the algorithm, and the feasibility of the algorithm has been verified by experiments. Liang et al. [31] proposed the CBAM-CNN-LSTM model, and experiments proved that the collaboration between the LSTM, CNN and CBAM can enhance the modeling ability and improve the prediction accuracy. The CBAM-CNN-LSTM combines the advantages of the CNN and LSTM: the CNN is used to extract deep features of data, the LSTM is used to analyze temporal dependencies between data, and the CBAM can extract meaningful content and important information from data. Compared with the traditional CNN and LSTM models, this model is more reliable.



Therefore, in view of the problems of the CNN and LSTM deep learning networks mentioned above, a CBAM-IAM-CNN-BiLSTM fall detection algorithm, based on IMU combined with accelerometer and gyroscope to collect human motion data, is proposed in this paper in order to make full use of the data and features of effective fall detection. In this algorithm, the spatial features of the data are extracted by the CNN, the temporal features are extracted by the LSTM, and the features are fused. The CBAM is added to the CNN as an attention mechanism, and one-dimensional convolution is introduced instead of the dense layer in the CBAM’s channel attention module to aggregate the information between channels, which can reduce redundant calculations and better extract features so as to improve the robustness and stability of the fall detection algorithm in complex environments.




3. Materials and Methods


This section mainly consists of three parts: human motion data acquisition, data preprocessing and the fall detection algorithm’s design. The first part is mainly about designing the experimental scheme, collecting the data of human daily activities and falls, and constructing the data set. The second part mainly deals with data noise reduction and data segmentation and converts the data into a form suitable for the algorithm. The third part proposes the CBAM-IAM-CNN-BiLSTM algorithm and describes the automatic feature extraction and learning of data related to different types of falls and daily activities so as to finally realize accurate classification and identification of falls.



3.1. Experimental Scheme


A human body activity model is built first. When the sensor is placed vertically, the three-dimensional coordinates of the human body are shown in Figure 1, wherein the axis Y is perpendicular to the ground, representing the up–down direction of the human body; the axis X represents the front–back direction of the human body and the axis Z represents the left–right direction of the human body.



At present, most of the fall detection research uses the data obtained from young people imitating the movements of the elderly in a laboratory environment. However, the research shows that the acceleration amplitude of the elderly is much smaller than that of the young people during walking, mainly because the physical function of the elderly declines, and their movements are sluggish. Therefore, in the absence of real fall data of the elderly, subjects wear an elderly life simulation experience suit, equipped with wrist guards at the knees, elbows and wrists to restrict joint activities and sandbags tied at the feet and wrists to simulate the state of the elderly, such as clumsy body, stiff limbs and sluggish movements, to make the young people imitate the movements of the elderly more realistically in the laboratory environment and to avoid unnecessary injuries. The LPMS-B2 posture sensor is used in the experiment, and the equipment parameters are shown in Table 1.



The sensor communicates with the computer through Bluetooth and collects data at a frequency of 200 Hz, including acceleration data acquired in a range of ±16 g and angular velocity data acquired in a range of ±2000 dps. Based on the previous experimental analysis of different wearing positions of the sensor, it is found that the accuracy rate is the highest when the device is worn at the waist, so the sensor is fixed to the middle of the waist of the subject. The experimental environment is shown in Figure 2.



This experiment collects data on four types of falling movements, including slipping when walking, falling in a faint, falling when sitting down and falling when getting up, and six types of daily movements, including walking, jogging, jumping, going up stairs, going down stairs and sitting down. A total of 12 subjects are included in the research, 10 males and 2 females aged between 20 and 25. The sizes of the samples are shown in Table 2. Among them, there are 560 samples of falls and 500 samples of each other daily activities, with a total of 3560 samples. The acceleration and angular velocity data of various falls and daily activities are shown graphically in Figure 3 and Figure 4, respectively.




3.2. Data Preprocessing


3.2.1. Kalman Filtering


In 1960, R.E. Kalman published a paper on linear filtering of discrete data using recursive methods and proposed Kalman filtering [32]. Kalman filtering, an algorithm based on the linear system state equation, is the most widely used filtering method at present and can make the optimal estimation of the system state through inputting and outputting of the observation data of the system. Since the measured data include the influence of noise and interference from the system, the optimal estimation can also be regarded as a filtering process [33]. Zhu et al. [34] show a smoother waveform after Kalman filter processing of the experimental data.



In view of the sensors being easily influenced by various factors, such as vibration, temperature and electromagnetic interference, which affects the final classification accuracy of human activities [35], Kalman filtering is introduced to process the data and eliminate noise before extracting the features of the collected acceleration and angular velocity data. The data before and after processing are shown in Figure 5. The main formulas of the Kalman filter are as follows:
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wherein   X    k  k − 1     is the priori state estimation value at time k, which is the result of the prediction at time k based on the best estimation at the last time point (time k-1);   X    k  k     and   X   k − 1 | k − 1     represent the state estimation values at time k and time k − 1, respectively;   P    k  k − 1     is the priori covariance of estimation at time k;   P    k  k     and   P   k − 1 | k − 1     represent the posteriori covariance of the estimation at time k and time k − 1, respectively;   Z  k    is the measured value;   U  k    is the observed noise;   K  k    is the Kalman gain;  A  is the state transition matrix;  Q  is the process excitation noise covariance;  H  is the transformation matrix from state variables to measurements; and     Z  k  − H X    k  k − 1       is the residual of the actual observation and predicted observation, which are used together with the Kalman gain to correct the priori. Kalman filtering has two major calculation steps: In the first step, Formulas (1) and (2) are used to obtain the estimated value. In the second step, Formulas (3)–(5) are the state-updated equations of the Kalman filter, which are used to correct the previously estimated value to obtain the optimal estimated value at the current moment and to update the minimum mean square error matrix to prepare for the use of the Kalman algorithm at the next moment. Repeated updating of the equations can reduce the influence of noise on the sensor data, thus improving the accuracy of fall detection.




3.2.2. Data Segmentation


The experiment shows that the time from falling to touching the ground is generally less than 2 s. Since the sampling frequency is 200 Hz, the frequency of the falling activity is reduced to 100 Hz first so that a sliding window of 2 s is selected to intercept the three-axis acceleration and angular velocity data. Each group of data contains 1200 sampling points, which are, respectively, composed of triaxial acceleration and triaxial angular velocity data. The data format is shown in Formula (6).


  X =    X   1  a c c x     ,  X   1  a c c y     ,  X   1  a c c z     ,  X   1  g y r o x     ,  X   1  g y r o y     ,  X   1  g y r o z     ,  X   2  a c c x     , · · · · · ·  X   n  g y r o z          



(6)




wherein    X   n  a c c x     ,  X   n  a c c y     ,    and     X   n  a c c z       represent the accelerations of the three axes, respectively;    X   n  g y r o x     ,  X   n  g y r o y     ,    and     X   n  g y r o z       represent the angular velocity of the three axes, respectively; and the value of n is 200.





3.3. Construction of Fall Detection Model


3.3.1. CBAM-IAM-CNN-BiLSTM Network Structure


A deep neural network model (the CBAM-IAM-CNN-BiLSTM model) using the CNN and bidirectional LSTM (BiLSTM), which integrates the improved CBAM attention mechanism, is proposed in this paper to classify human daily activities and fall behaviors to improve the accuracy of fall detection. In this model, the collected acceleration and angular velocity data are first sent to a CNN and bidirectional LSTM, respectively. The CNN is used to extract deep features of data; the LSTM is used to analyze temporal dependencies between data. The CBAM can extract meaningful content and important information from data, and then the spatial and temporal features of the human body movement data are fused and finally classified and identified. The overall structure of the model is shown in Figure 6.



The CBAM-IAM-CNN-BiLSTM model mainly consists of the following seven parts:




	1

	
The input layer: This accepts data from the triaxial accelerometer and triaxial angular velocity meter and inputs them into the convolution layer and bidirectional LSTM layer, respectively.




	2

	
The convolution layer: This accepts data from the input layer and performs a convolution operation. The size of the convolution kernel in the layer is 5 × 5 × 3, and each unit is activated according to the equation’s rectified linear unit (ReLU) activation function after convolution.




	3

	
The attention mechanism: For the feature map generated by the convolutional neural network, the convolutional block attention module (CBAM) infers the attention map in two independent dimensions (channel and space), in turn, and then multiplies the attention map by the input feature map for adaptive feature optimization. In this paper, the CBAMs are added in different positions of the model and improved in order to better extract the features of the human body’s daily behaviors and falling behaviors. Please refer to Section 3.3.2 for details.




	4

	
The pool layer: The maximum pooling method is used for sub-sampling, which further reduces the dimension of the information extracted from the convolution layer, reduces the model size and computation burden and improves the robustness of the extracted features. The size of the kernel in the layer is 2 × 2, the strides are two and the same padding is used to make the output size the same as the input size.




	5

	
The bidirectional LSTM layer: This is composed of two layers of recurrent neural networks with the same inputs but different information transmission directions in two layers. The final prediction result is jointly determined by the forward layer and the reverse layer.




	6

	
The dropout layer: This is added after the dense and bidirectional LSTM layers. During the training process, the neural network training unit is removed from the network according to a certain probability to prevent the model from over-fitting and improve the generalization ability of the model.




	7

	
The output layer: Feature fusion is realized through splicing the feature vectors processed by convolution and the feature vectors processed by the bidirectional LSTM network. Then, the connection between all nodes of this layer and all corresponding nodes in the upper layer is realized via the dense layer, to synthesize the previously extracted features to obtain a specific value and, further, to obtain the final classification result according to the softmax classifier.










3.3.2. Convolutional Block Attention Module


The convolutional block attention module (CBAM) is a simple and effective attention module of the convolutional neural network. Given a feature map   F ∈  R  C × H × W     as input, the CBAM derives a one-dimensional channel attention    M C  ∈  R  c × 1 × 1     and a two-dimensional spatial attention    M S  ∈  R  1 × H × W    , in turn, as shown in Figure 7. The whole process can be represented by the following formulas:


   F ′  =  M C   F  ⊗ F        



(7)






   F ″  =  M S    F ′   ⊗  F ′   



(8)




wherein  ⊗  indicates multiplication of the corresponding elements. Before multiplication, the channel attention and space attention need to be broadcast according to the space dimension and channel dimension, respectively.   F ′   is the feature map after the channel attention’s adjustment, and   F ″   is the final output feature map.



For effective calculation of the channel attention, global mean pooling and maximum pooling are used firstly to aggregate the spatial information of feature mapping, thus generating two different channel descriptors,    F  a v g  C    and    F  m a x  C   . The two descriptors are then forwarded to the shared network to generate the channel attention map    M C  ∈  R  c × 1 × 1    . The shared network consists of a multilayer perceptron (MLP) with a hidden layer. The mathematical expression of the channel attention module is as follows:


    M C   F  = σ   M L P   [ A v g P o o l  F    + M L P   [ M a x P o o l  F         = σ    W 1     W 0    [  F  a v g  C      +  W 1     W 0    [  F  m a x  C          



(9)




wherein  σ  represents the Sigmoid function;    w 0  ∈  R   C r  × C    ,   W 1  ∈  R    C × C  r     ; the weights    W 0    and    W 1    of MLP are shared; and    F  a v g  C    and    F  m a x  C    represent the mean and maximum pooling features, respectively.



The spatial attention module first performs global mean pooling and maximum pooling operations along the channel axis of the input feature map to generate two different spatial context descriptors    F  a v g  S     and     F  m a x  S    and then makes connections and convolutions through the standard convolution layer to generate a two-dimensional spatial attention map. The mathematical expression of the attention module is as follows:


      M S   F  = σ    f   7 × 7       A v g P o o l  F  ; M a x P o o l  F           = σ    f   7 × 7     [  F  a v g  S  ;  F  m a x  S  ]       



(10)




wherein  σ  represents the Sigmoid function, and    f   7 × 7     represents the convolution operation with a convolution kernel size of 7 × 7.



When calculating and generating the channel attention, it is necessary to map features using the dense layer characterized by a heavy calculation burden. This takes up more resources and increases the parameters of the modules. Therefore, when a large number of the CBAMs are inserted into a convolutional neural network, the number of network parameters increases greatly, and the calculation time becomes longer, which does not meet the requirement that the fall detection needs a lower delay while ensuring accuracy. According to the literature [36], in any given intermediate feature map of the CNN, the mapping of channel features with the dense layer produces a large number of redundant calculations. Therefore, the one-dimensional convolution operation is designed in this paper to aggregate the channel features of the one-dimensional channel attention in order to solve this issue. Different from the original CBAM, which uses the dense layer to aggregate the channel features, the model proposed in this paper uses one-dimensional convolution with a convolution kernel length of k to aggregate the information of k channels in the neighborhood of this channel. Two convolved features are added by elements, and the channel attention    M C  ∈  R  c × 1 × 1     is generated by the Sigmoid function operation. Then, the generated channel attention is broadcast and expanded to    R  C × H × W     along two spatial dimensions and then multiplied with the input feature map by the corresponding elements to obtain the feature map after the channel attention is injected. The improved CBAM channel attention calculation process is shown in Formula (11) as follows:


   M C   F  = σ    f  1 D  k    A v g P o o l  F    +  f  1 D  k    M a x P o o l  F           = σ    f  1 D  k     F  a v g  c    +  f  1 D  k     F  m a x  c         



(11)




wherein  σ  represents the Sigmoid function, and    f  1 D  k    represents the one-dimensional convolution operation with a convolution kernel size of k. The value of k is adaptively determined by the number of channels. The improved channel attention model is shown in Figure 8. Because of the parameter-sharing property of the convolution operation, the introduction of one-dimensional convolution can reduce the parameters of the channel attention module and improve the overall running efficiency of the model.






4. Experiment and Result Analysis


This experiment is designed to detect daily behaviors and falling behaviors in the data and verify the detection accuracy. In this experiment, the deep learning framework tensorflow 2.5.0 is adopted to build the fall detection model, and the hardware configuration includes Intel Core I7-10700 processor and NVIDIA Geforce GTX1060 graphics card.



The constructed data set is used to train and test the model. The data set is randomly divided into the training set and testing set proportionally, of which 80% of the data is used for model training and 20% for model testing. The training set is used to train the fall detection model, while the testing set is used to evaluate the generalization ability of the final model. The Adam algorithm is used to optimize the network, and the dropout method is added between the network layers to improve the generalization ability of the model. The softmax classifier is added to the last dense layer of the network to calculate the final output result. The model parameter settings are shown in Table 3.



The loss function adopts a multi-classification cross-entropy loss function, and its loss value expression is as follows:


    L = −  1 K    ∑  1 K    ∑   i = 1  N   y i  . log  p i     



(12)




wherein    y i    is the real tag corresponding to the ith sample;    p i      is the predicted value of the model for training this movement; N is the total number of movement classifications; and   K     is the total number of samples.



4.1. Evaluation Indicators


According to the classified prediction results, the analysis is performed from three aspects:




	
The accuracy rate reflects the proportion of the correct classifications among the identification results in all classifications and reflects the training effect of the model on the data set. Its mathematical expression is as follows:


  A c c u r a c y =   T P + T N   T P + T N + F P + F N    



(13)







	
The specificity reflects the proportion of identified negative samples in all negative samples, and its mathematical expression is as follows:


  S p e c i f i c i t y =   T N   F P + T N      



(14)







	
The sensitivity reflects the proportion of identified positive samples in all positive samples, and its mathematical expression is:


  S e n s i t i v i t y =   T P   T P + F N      



(15)




wherein TP is a positive sample predicted by the model to be positive; TN is a negative sample predicted by the model to be negative; FP is a negative sample predicted by the model to be positive; and FN is a positive sample predicted by the model to be negative.









4.2. Comparison of Model Results


The comparison with the CNN, CNN-BiLSTM and the three most widely used attention mechanisms, namely, squeeze-and-excitation (SE), efficient channel attention (ECA) and the convolutional block attention module (CBAM), is made in this paper to verify the effectiveness of this research model and the improved effect. The training accuracy rate is shown in Figure 9.



The results are shown in Table 4. It can be seen intuitively that the accuracy, sensitivity and specificity of the model in this paper are the highest. Figure 9 shows that the accuracy of the model in this paper rises slowly, and there is no large-scale oscillation phenomenon. After 480 iterations, the accuracy of the model tends to be stable. The attention mechanism can assign different weights to the feature information to obtain more detailed information about the target needing attention, thus suppressing other useless information. Through the analysis of the CNN-BiLSTM model and the models incorporating the SE, ECA and CBAM attention mechanisms, it can be seen that the accuracy of the models has improved to different degrees after the introduction of attention mechanisms, among which the ECA attention mechanism module has brought the greatest improvement of the accuracy of the models (0.66%). Compared with the SE module, the ECA module uses a 1 × 1 convolution layer to replace the dense layer directly after the global mean pooling layer. This module avoids dimension reduction and effectively captures cross-channel interaction. SE and ECA pay more attention to the analysis of the channel domain and are limited to consideration of the interaction relationship between the feature map channels. Using the consideration of the channel and the action scope as the starting points, the CBAM introduces two analytical dimensions of spatial attention and channel attention and realizes the sequential attention structure from channel to space.



In view of the improvement of the ECA module compared with the SE module, one-dimensional convolution instead of the dense layer is introduced in this paper to aggregate the information between channels for the CBAM’s channel attention module, so that the model can allocate attention to two dimensions and thus enhance the improvement effect of the attention mechanism on the model’s performance. The results of the experiment show that, compared with the CBAM-CNN-BiLSTM network model, the accuracy, sensitivity and specificity of the improved model have increased by 1.19%, 1.97% and 0.35%, respectively, and that, compared with the CNN-BiLSTM model, the accuracy, sensitivity and specificity have improved by 1.58%, 1.78% and 0.26%, respectively.



The comparison results with the models proposed in other papers are shown in Table 5. The accuracy and specificity of the model in this paper are the highest. The results show that compared with an adapted RNN, all three indicators have been improved to a certain extent and that, compared with the CNN, the sensitivity and specificity have improved by 5.09% and 2.3%, respectively. Compared with the NT-FDS, the accuracy of the model is similar, but the specificity is 5% higher than that of the NT-FDS, and the false-positive rate is low, which does not cause a waste of resources.



With the CNN parameters remaining constant, we have investigated the model’s accuracy change in one, two and three layers of the LSTM in order to observe the influence of the number of LSTM layers on the classification accuracy. The results of the experiment are shown in Table 6. When the number of LSTM layers is two, the accuracy of the model is the highest, and its performance is better than that of one and three layers. Therefore, we finally set the number of LSTM layers to two.




4.3. Model Test Results


In this paper, seven types of movements are identified, including falling, walking, jogging, jumping, going up stairs, going down stairs and sitting down, and a total of 760 data sets are used for testing. The test results are shown in Table 7, and the confusion matrix is shown in Figure 10. The confusion matrix includes the number of samples with correct and wrong predictions for the seven movements in the test set. In the confusion matrix, the numerical values on the principal diagonal are the numbers of correctly predicted samples, while the numerical values at other positions are the numbers of incorrectly predicted samples. In the process of data collection, there are four types of falling movements, each of which also includes forward, backward and lateral falls. As shown in Table 7, the identification accuracy of falling movements is 99.74%, the sensitivity is 100%, and the specificity is 99.69%. As shown in Figure 10, one jump is identified incorrectly as falling, which may be due to the similarity in the forward/backward movement between jumping and falling and the large fluctuation in the Y-axis data. For daily behavior, the identification effect of sitting down is the best. During the experiment, the subjects wore the life simulation experience suit to imitate the elderly, which is intended to restrict their physical activities and result in a smaller movement range for jogging. Since the jogging movement is similar to walking behavior in their movement ranges due to physical restriction, the jogging behavior is predicted incorrectly as walking behavior in 11 groups. Through the analysis of the above experimental results, this model can effectively identify human falls and daily activities.





5. Conclusions


First, the importance of fall detection is discussed in this paper. Then, combined with the application of deep learning in fall detection, the analysis is conducted on the shortcomings of existing fall detection methods. Through the discussion on several of the most widely used deep learning models and attention mechanisms, the CBAM-IAM-CNN-BiLSTM fall detection model is proposed, and the IMU sensor device is used to collect human body movement data to construct a fall data set. For the channel attention module in the CBAM, one-dimensional convolution is used instead of the dense layer to enhance the effect of the attention mechanism on the performance of the model. Combined with the feature fusion method, the accuracy of fall detection is improved by adding contextual information. The experimental results show that the accuracy rate of the fall detection model proposed in this paper is 97.37%. Compared with other network models, this model is characterized by higher accuracy, specificity and sensitivity, as well as a stronger generalization ability and better practicability.



There are still limitations in this study. Xu et al. [39] argue that real falls are an unpredictable behavior, which makes it difficult to build data sets correlated with real data. Although this study took falls in different situations into account in the collection of data sets and tried to simulate the movement state of the elderly, there are still differences between the simulated data and the real data. Therefore, the high-precision fall detection algorithms implemented in the laboratory are not satisfactory in practice. In addition, the real-time nature of fall detection is particularly important. Compared with the CBAM-CNN-BiLSTM, the method proposed in this study reduces the number of parameters and takes less computation time, and, compared with the CNN and LSTM, the model has higher accuracy but a longer computation time.



In the future, we will further improve the data set and add more movements to verify the performance of the model. We will also continue to improve the model, optimize the real-time training process, shorten the training cycle, and reduce misjudgment in future research. Additionally, we will improve the spatial attention module in the CBAM and focus on multiple factors to improve the detection performance of the algorithm, such as changing the basic network.
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Figure 1. Human activity model. 






Figure 1. Human activity model.
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Figure 2. Subjects wore devices for simulated experiments. 
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Figure 3. (a) Slipping when walking, falling in a faint, falling when sitting down and falling when getting up acceleration graphs; (b) slipping when walking, falling in a faint, falling when sitting down and falling when getting up angular velocity graphs. 
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Figure 4. (a) Walking, jogging, jumping, going up stairs, going down stairs, sitting down acceleration graphs; (b) Walking, jogging, jumping, going up stairs, going down stairs, sitting down angular velocity graphs. 






Figure 4. (a) Walking, jogging, jumping, going up stairs, going down stairs, sitting down acceleration graphs; (b) Walking, jogging, jumping, going up stairs, going down stairs, sitting down angular velocity graphs.
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Figure 5. (a) Acceleration and angular velocity before Kalman filtering; (b) acceleration and angular velocity after Kalman filtering. 
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Figure 6. Schematic diagram of the CBAM-IAM-CNN-BiLSTM model. 
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Figure 7. (a) Channel attention module in CBAM; (b) spatial attention module in CBAM. 
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Figure 8. Improved CBAM channel attention mechanism model diagram. 
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Figure 9. Training accuracy of different models. 
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Figure 10. The test set’s confusion matrix. 
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Table 1. LPMS-B2 main performance parameters.
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	Parameters
	LPMS-B2





	Bluetooth
	Bluetooth 2.0 and BLE (Low Power/Bluetooth 4.1)



	Communication range
	<20 m



	Output range of Euler angle
	Roll: ±180°; Pitch: ±90°; Yaw: ±180°



	Resolution
	<0.01°



	Accuracy
	<0.5° (Static), <2° RMS (Dynamic)



	Accelerometer
	3-axis, ±2/±4/±8/±16 g, 16 bits



	Gyroscope
	3-axis, ±125/±245/±500/±1000/±2000 dps, 16 bits



	Rate noise density
	0.007 dps/    HZ    



	Maximum sampling rate
	400 Hz










 





Table 2. Number of data collection samples.
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	Activity
	Samples





	Fall
	560



	Walk
	500



	Jog
	500



	Jump
	500



	Up stairs
	500



	Down stairs
	500



	Sit down
	500



	Total
	3560










 





Table 3. Network parameter setting.






Table 3. Network parameter setting.





	Setting Items
	Parameter Value





	Learning rate
	0.001



	Batch size
	64



	Iteration number
	800



	Dropout rate
	0.2



	Number of hidden layer cells
	400










 





Table 4. Performance comparison of CBAM-IAM-CNN-BiLSTM model with other models.
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	Model
	Accuracy
	Sensitive
	Specificity





	CNN
	95.65%
	95.52%
	99.27%



	CNN-BiLSTM
	95.79%
	95.51%
	99.30%



	SE-CNN-BiLSTM
	95.83%
	96.08%
	99.21%



	ECA-CNN-BiLSTM
	96.45%
	95.22%
	99.17%



	CBAM-CNN-BiLSTM
	96.18%
	95.32%
	99.21%



	Proposed
	97.37%
	97.29%
	99.56%










 





Table 5. Performance comparison with models proposed in other papers.
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	Model
	Accuracy
	Sensitive
	Specificity





	CNN [37]
	96.65%
	92.20%
	97.26%



	Adapted RNN [26]
	96.94%
	96.73%
	97.15%



	NT-FDS [38]
	97.21%
	99.54%
	94.56%



	Proposed
	97.37%
	97.29%
	99.56%










 





Table 6. Accuracy of the model at different LSTM layers.
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	Number of Layers
	Accuracy
	Sensitive
	Specificity





	1
	95.31%
	93.47%
	98.96%



	2
	97.37%
	97.29%
	99.56%



	3
	96.18%
	96.21%
	99.36%










 





Table 7. CBAM-IAM-CNN-BiLSTM model test results.
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	Number of Layers
	Accuracy
	Sensitive
	Specificity





	Fall
	99.74%
	100%
	99.69%



	Walk
	98.16%
	97.94%
	98.19%



	Jog
	97.89%
	86.41%
	99.70%



	Jump
	98.95%
	95.87%
	99.53%



	Up stairs
	99.11%
	99.10%
	99.08%



	Down stairs
	99.21%
	95.54%
	99.85%



	Sit down
	99.87%
	100%
	99.85%
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